DEVELOPMENT AND VALIDATION OF STABILITY-INDICATING RP-HPLC ASSAY METHOD FOR ENTACAPONE IN ENTACAPONE TABLETS

Raj Kumar Dhawan*1, S. Ravi 1, T. Subburaju 1, H. Revathi 1, C. Arul 2 and N. Ganapathi Rao 2

Karpagam University, Coimbatore - 641021, Tamilnadu, India
Hetero Labs Ltd, 22-110, IDA, Jeedimetla, Hyderabad - 500055, Andhra Pradesh, India

ABSTRACT: A new, simple, precise, rapid, accurate and stability-indicating RP-HPLC method has been developed for the determination of Entacapone in presence of its degradation products or other pharmaceutical excipients. Stress studies were performed on Entacapone tablets and it was found that it degrades sufficiently in acidic, alkaline and oxidation conditions, while negligible degradation was observed in thermal, photolytic and humidity conditions. The peaks of the degradation products were not observed in the chromatogram due to the nonchromophoric nature of the degradation moiety formed. The separations were carried out on a Hypersil BDS C8, 150 mm x 4.6 mm 5µm particle size column with a mobile phase consisting of Acetonitrile: 0.01% Orthophosphoric acid pH 2.5 at a flow rate of 1.0 ml/min. Detection wavelength was 210nm. The retention time of Entacapone was 7.0minutes. The developed method was validated in terms of specificity, forced degradation, linearity, precision, intermediate precision (ruggedness), accuracy, range and robustness. The calibration curve for Entacapone was linear (correlation coefficient 0.99995) from range of 50µg/ml to 150µg/ml. Relative standard deviation values for all the key parameters was less than 2.0%. The recovery of the Entacapone was found to be 100.3%. Thus, the developed RP-HPLC method was found to be suitable for the determination of Entacapone in bulk as well as stability samples of the pharmaceutical dosage forms containing various excipients.

INTRODUCTION: Entacapone is a selective, reversible catechol-O-methyl transferase (COMT) inhibitor for the treatment of Parkinson’s disease. It is a member of the class of nitrocatechols. When administered concomitantly with levodopa and a decarboxylase inhibitor (e.g., carbidopa), increased and more sustained plasma levodopa concentrations are reached as compared to the administration of levodopa and a decarboxylase inhibitor 1,2,3.

Chemically it is (2E)-2-cyano-3-(3,4-dihydroxy-5-nitrophenyl)-N,N-diethyl prop-2-enamide. Greenish yellow to yellow powder, sparingly soluble in acetone and in methanol, slightly soluble in ethanol, very slightly soluble toluene, practically insoluble in water 4,5,6.

Stability screening of drug candidates constitutes an inevitable part of drug discovery. The need for the stability studies on a drug candidate arises from the fact that the chemical integrity of the drug substance should be maintained until the compound is delivered to the intended site of action.
Any form of chemical instability of the drug candidate may invariably affect the bioavailability and can further lead to toxic effects. Long term storage of the drug under various temperature and humidity conditions can affect its stability and this requires accurate methods to verify the appropriate storage conditions for the drug candidate. International Conference on Harmonization (ICH) has made the need of a stability-indicating assay method for every drug candidate mandatory.

A stability-indicating assay method helps in establishing the inherent stability of the drug which in turn provides assurance on detection changes in identity, purity and potency of the product on exposure to various conditions. In this study, the drug candidate is exposed to a variety of stress conditions like acidic, alkaline, oxidative, thermal, photolytic and humidity stress. As per the ICH guidelines, stress testing of the drug substance aids in identifying the likely degradation products, which in turn can help in establishing the degradation pathways and the intrinsic stability of the molecule and validate the stability indicating power of the analytical procedures used.

Several analytical techniques are available for estimation of Entacapone in bulk dosage form by HPTLC, HPLC and UV spectrophotometric method. Keeping this objective in mind an attempt has been made to develop and validate the HPLC method for the analysis of Entacapone which would be highly sensitive, good resolution and reproducible. Various validation parameters of the analysis, specificity, precision, linearity and accuracy have been measured as per ICH guidelines.

MATERIALS AND METHODS

Materials: The liquid chromatographic system were of Waters Alliance 2695 separation module with 2996 PDA Detector, which consisted of following components: a gradient pump, variable wavelength programmable UV/Vis detector, auto injector and column oven. The chromatographic analysis was performed using Empower-2 software (Waters, Milford, USA) on a Hypersil BDS C8, 150 mm x 4.6 mm 5 μm column. Analytically pure Entacapone and impurities was procured as gift samples from Hetero labs Ltd, Hyderabad, Andhrapradesh, India.

All other chemicals and reagents used were analytical grade and HPLC grade and purchased from Merck Chemicals, India. Tablets were procured from local market.

Methods:

a. Preparation of Diluent: Diluted 1ml of Orthophosphoric acid in to 1000ml with water and pH 2.5 adjusted using triethylamine (buffer). The buffer was mixed with the Acetonitrile in the ratio of (70:30) v/v.

b. Preparation of Standard solution: Standard solution of Entacapone was prepared by dissolving 50mg of Entacapone in to a 50ml volumetric flask and dissolved with diluent. The solutions were further diluted to obtain final concentrations of 100 μg/ml of Entacapone.

c. Chromatographic conditions: Chromatographic determination was performed by using Hypersil BDS C8 column 150mm x 4.6mm, 5μm particle size, mobile phase consisting of buffer and acetonitrile in the ratio of 70:30v/v. Buffer was 1ml of Orthophosphoric acid in to 1000ml with water and pH 2.5 adjusted using triethylamine, flow rate was 1.0ml/minute, column oven temperature was 50°C, injection volume was 20μl and run time was 15minutes.

d. Preparation of sample solution: Twenty tablets (each containing 200mg of Entacapone) was weighed and powdered. The powder equivalent to 200mg of Entacapone was transferred to 200ml volumetric flask and treated with 80ml of methanol and sonicated using ultra sonicator. This solution was filtered through 0.45μm membrane filter. This filtered solution was diluted with diluent to get the final concentration of 100μg/ml of Entacapone.

e. Preparation of Linearity solution: Linearity solution were prepared by dissolving 50mg of Entacapone in to a 50ml volumetric flask and dissolved with diluent. The solutions were further diluted to obtain final concentrations from about 50μg/ml to 150μg/ml [50% to 150%] of Entacapone.
f. **Stress degradation studies:** Stress degradation studies were carried under the condition of acid, base, peroxide, dry heat, humidity and photolysis. The peak purity was determined on Empower software.

Degradation under alkali catalyzed hydrolytic condition: Sample treated with 5ml of 10N sodium hydroxide solution and kept for about 45 minutes at room temperature, neutralized with 5ml of 10N hydrochloric acid. Treated sample solution was prepared and injected.

Degradation under acid catalyzed hydrolytic condition: Sample treated with 2ml of 10N hydrochloric acid solution and kept for about 5 minutes at room temperature, neutralized with 2ml of 10N sodium hydroxide solution. Treated sample solution was prepared and injected.

Degradation under Oxidation condition: Sample treated with 5ml of 30% w/v solution of hydrogen peroxide and kept for about 45 minutes at room temperature. Treated sample solution was prepared and injected.

Degradation under Dry heat: Sample was exposed to heat at 70°C for about 24 hours. Treated sample solution was prepared and injected.

Photo-Degradation condition: Sample was exposed to UV light up to 200 watt hour/square meter and subsequently to cool fluorescent light to achieve an illumination of 1.2 million lux hours. Treated sample solution was prepared and injected.

Humidity Degradation condition: Sample was exposed to humidity at 40°C/75%RH for about 96 hours. Treated sample solutions were prepared and injected.

g. **Specificity:** In the specificity study the blank, placebo and sample solution spiked with known impurities at 1% level of sample concentration in triplicate were prepared and injected.

h. **Precision:** The system precision was evaluated by six replicate injections of standard solution and % RSD value was calculated. In the method precision six sample solutions were prepared, injected and the percentage assay of Entacapone for six samples was calculated. The Ruggedness of the method was verified by analyzing six samples by different analyst, using different instrument and different column on different day. The percentage assay of Entacapone and overall % RSD for both method precision and intermediate precision were calculated.

i. **Accuracy:** To check the Accuracy of the method, known amount of Entacapone (WS) spiked with placebo at 50%, 100% and 150% of test concentration were prepared in triplicate at each level. Mean % recovery was calculated.

j. **Robustness:** To evaluate the robustness, small deliberate variations were made in the method and samples were analyzed in triplicate.

RESULT AND DISCUSSION:

Development and optimization of Chromatographic conditions: HPLC separation studies were carried out on the working standard solution of Entacapone (100 μg/ml). Several mobile phases were prepared using Acetonitrile and water by adjusting various pH. After several trials, Acetonitrile: 0.01% Orthophosphoric acid pH 2.5 (70:30 % v/v) was chosen as the mobile phase and column temperature was maintained at 50°C. This resulted in good resolution and acceptable peak parameters. RT was found as 7.0 minutes [Fig. 1].

**Stress Degradation Study [Table 1]:** Under acid hydrolysis, Entacapone was degraded and showed additional peaks of degradation products with 3.05% reduction in peak area [Fig. 2]. After base hydrolysis, Entacapone showed two peaks of degraded product with 6.23% [Fig. 3]. Under peroxide degradation condition Entacapone showed one degraded peak with 3.62% degradation [Fig. 4].
After exposing drug to heat condition no degradation peaks were found, but some amount of degradation was observed [Fig. 5]. After photo degradation study for UV light and fluorescence light, Entacapone showed 1.41% degradation [Fig. 6]. Under humidity condition no degradation peaks were obtained, but some amount of degradation was observed [Fig. 7].

### TABLE 1: SUMMARY OF STRESS DEGRADATION STUDY OF ENTACAPONE

<table>
<thead>
<tr>
<th>S. No.</th>
<th>Condition</th>
<th>% Assay</th>
<th>% Degradation</th>
<th>Peak purity of Entacapone</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>Untreated Sample</td>
<td>99.16</td>
<td>-</td>
<td>0.023, 0.243, No</td>
</tr>
<tr>
<td>2</td>
<td>Acid Degradation</td>
<td>96.14</td>
<td>3.05</td>
<td>0.027, 0.232, No</td>
</tr>
<tr>
<td>3</td>
<td>Base Degradation</td>
<td>92.98</td>
<td>6.23</td>
<td>0.020, 0.236, No</td>
</tr>
<tr>
<td>4</td>
<td>Peroxide Degradation</td>
<td>95.57</td>
<td>3.62</td>
<td>0.020, 0.235, No</td>
</tr>
<tr>
<td>5</td>
<td>Thermal Degradation</td>
<td>98.23</td>
<td>0.94</td>
<td>0.020, 0.231, No</td>
</tr>
<tr>
<td>6</td>
<td>Photolytic Degradation</td>
<td>97.76</td>
<td>1.41</td>
<td>0.020, 0.232, No</td>
</tr>
<tr>
<td>7</td>
<td>Humidity Degradation</td>
<td>97.91</td>
<td>1.26</td>
<td>0.021, 0.233, No</td>
</tr>
</tbody>
</table>
Validation of the developed stability indicating method [Table 2]:

**TABLE 2: VALIDATION RESULTS**

<table>
<thead>
<tr>
<th>S. No.</th>
<th>Validation Parameters</th>
<th>Results</th>
</tr>
</thead>
<tbody>
<tr>
<td>1.</td>
<td>Specificity</td>
<td>Specific</td>
</tr>
<tr>
<td>2.</td>
<td>System precision (%RSD)</td>
<td>0.17</td>
</tr>
<tr>
<td>3.</td>
<td>Method precision (%RSD)</td>
<td>1.26</td>
</tr>
<tr>
<td>4.</td>
<td>Intermediate precision (%RSD)</td>
<td>1.30</td>
</tr>
<tr>
<td>5.</td>
<td>Accuracy-50% (%Recovery)</td>
<td>99.48%</td>
</tr>
<tr>
<td>6.</td>
<td>Accuracy-100% (%Recovery)</td>
<td>100.07%</td>
</tr>
<tr>
<td>7.</td>
<td>Accuracy-150% (%Recovery)</td>
<td>101.23%</td>
</tr>
<tr>
<td>8.</td>
<td>Linearity- Correlation coefficient</td>
<td>0.99995</td>
</tr>
</tbody>
</table>

Specificity [Fig. 8]: The Specificity of the method was determined by %assay difference between mean of spiked sample result and mean of method precision results. No interfering peak was eluted at the retention time of Entacapone peak from blank and placebo.

For the Peak purity, purity angle of Entacapone was checked which was 0.020 which was less than peak threshold 0.244 and in purity flag there was no tick mark.

**Linearity**: The data obtained in the linearity experiment was subjected to linear-regression analysis. A linear relationship between peak response and concentrations was obtained in the range of 50µg/ml to 150µg/ml of Entacapone with correlation coefficient (r) 0.99995.

**Precision**: The developed method was found precise as the overall %RSD for % assay of Entacapone in both method precision and intermediate precision were less than 2.0.

**Accuracy**: Excellent recoveries were obtained at each level of spiked concentration. The result obtained (n = 3 for each level) indicated the mean recovery between 98% to 102% for Entacapone.

**Robustness [Table 3]**: The overall % RSD for % assay of method precision and Robustness variations for change in flow rate, change in wavelength, change in column oven temperature, change in pH of buffer and change in organic content in mobile phase was found to be less than 2.0.

**DISCUSSION**: The degradation conditions mentioned above were arrived after number of initial trials for optimization of extent of degradation.

**CONCLUSION**: This study indicates a simple, rapid and validated stability-indicating HPLC method for determination of Entacapone in the presence of degradation products. All the degradation products formed during forced degradation studies were well separated from the analyte demonstrating that the developed method was specific and stability indicating.

The developed and validated method was Specific and stability indicating, Linear, Precise, Accurate, Rugged and Robust for the determination of Entacapone in Entacapone tablets. The method can also be applied for marketed products of Entacapone.
ACKNOWLEDGEMENT: The authors are thankful to Hetero labs Ltd, Hyderabad, Andhrapradesh, India for providing working standard of Entacapone and impurities. The authors are also thankful to the Vice chancellor, Karpagam University for providing necessary facilities and constant encouragement.

REFERENCES: